[Exposure to radiation in percutaneous cervical cordotomy (author's transl)].
During eleven high cervical percutaneous cordotomies using the image intensifier, the amount of exposure to X-radiation was measured at various sites on both the patient and the operator. The values lay below the maximum doses allowed by the radiation protection regulations (Röv; section 33. Para 1).